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Exempel på ytterligare användningsområden för 
Flexiwise droppställning:
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Rollator
Flexiwise® is mounted horizontally onto 
the front side frames, 5 cm. below the 
seat with both A knobs rotated inwards 
(see picture). Next attach the extension 
tube and then the infusion stand D and 
adjust to the desired length. Make sure it 
is vertical. Tighten all knobs. Rollator with
Flexiwise® attached should only be used 
on level surfaces.

Bed
Flexiwise® is mounted horizontally or ver-
tically onto the bed frame or end board.

FlexiwiseTM

FlexiwiseTM
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Wheelchair
Flexiwise® is mounted horizontally over both wheelchair handles. Ensure that Flexiwise® 
does not hinder the normal use of brakes, head support etc. When the wheelchair back 
support is tilted backwards it is important that the infusion stand D is adjusted so as to 
keep it vertical.

Walker
Flexiwise® is mounted vertically onto the lower section of one of the vertical side 
frames (see picture). Next attach the short curved tube and then the infusion stand D.

Instructions for use

1	a.  Open both clamps A.

	 b. Slightly loosen both knobs B.

2.  Mount onto chosen object and tighten knobs A   
  and B.

3.  Attach infusion stand D, at C or F, and tighten  
  knob.

4.  Adjust C so that the infusion stand is vertical.

5.  Adjust infusion stand length with E.

When moving Flexiwise® from one object to an-
other, the infusion stand D should be detached first.

Prams
Flexiwise® is mounted horizontally across 
the handle.

Cleaning:
Soap, water, and alcohol.

Flexiwise® is designed to
be used with the following 
objects: wheelchairs,	rol-
lators,	walkers,	prams,	
beds,		wall	attached	bars,	
parasols	and	car	doors. 
Contact Flexiwise® för other 
uses.

The Flexiwise company can 
not accept any responsibi-
lity if the universal infusion 
equipment is not mounted 
correctly or attached to ob-
jects other than the above.
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Använd gummi-inläggen för att ändra den 
konkava gripklon till en platt kontaktyta,

Patentnr: 0010631430001

Tryck inläggen över axelns mitt.
Dra sedan inläggen sidledes, över klon.

för exempelvis montering på bord, 
på trä- sänggavel, eller vid montering av klon 

på ett rör med diameter mindre än 20mm.
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